Introduction {#Sec1}
============

In neurosurgery, the tumour resection rate significantly affects patient survival. According to the Japan tumour registry 2000, the data of survival following malignant glioma revealed that only complete resection could improve the five-year survival rate (up to 40%). With regard to the survival rate, the cases of 95--99% resection were not considerably different from those in which no resection was performed. To aid 100% tumour removal without invasion of the adjacent normal tissues, computer-aided procedures such as surgical navigation have been introduced \[[@CR1], [@CR2]\].

Further, intra-operative magnetic resonance imaging (MRI) has been widely used in the field of neurosurgery since the late 1990s. It provides the surgeon with updated images of the lesion during surgery, thus facilitating the verification of the treatment process in progress. Therefore, the combined use of a surgical navigation system and intra-operative MRI will allow surgeons to accurately approach the target area that is mapped on the updated MR images.

However, a number of navigation systems using intra-operative MRI mainly provide the surgeon with a series of two-dimensional (2D) images \[[@CR3]--[@CR6]\]. Surgeons are frequently required to observe the navigation monitor while approaching the tumour margins, and they must imagine three-dimensional (3D) objects based on 2D images. Although several previous navigation systems and relative registration techniques appeared to provide 3D volume-rendering options, they could not identify specific areas such as tumour remnants, which surgeons require to discriminate between the tumour and the surrounding normal tissues \[[@CR7]--[@CR9]\]. Another study focused on a pre-operative diagnosis, although it provided segmentation and a 3D image of the region of interest (ROI) \[[@CR10]\]. To our knowledge, the intra-operative computation and visualization of tumour remnants on the basis of the trace log of electrocautery have not been reported thus far.

To improve previous navigation systems, we added a tumour segmentation module and an analyzer to the electrocautery trace log. Since the trace analyzer provides details on the removed volume and residual tumour tissues without additional MR scanning, the surgeon can reduce the number of scans, which would otherwise extend the total surgery time.

From the navigation display, the surgeons can intuitively identify the removed and residual tumour areas presented as 3D coloured models. This information can aid surgeons in complete removing tumour remnants. By producing a specific sound, our proposed system can also inform surgeons about whether they are working within the tumour area without disturbing the adjacent normal tissues; thus, surgeons can concentrate on the resection procedure without shifting their focus from the treatment area.

Materials and methods {#Sec2}
=====================

In the present study, we applied our method to the data of five patients. In the Tokyo Women's Medical University Hospital, these patients underwent MRI-guided surgery with the 0.3-Tesla intra-operative MR imager AIRIS II (HITACHI, Tokyo, Japan). Prior to the surgery, informed consent for the use of the surgical navigation system was obtained from all patients, and any personal information was considered completely confidential. The patient data is summarised in Table [1](#Tab1){ref-type="table"}. Table 1Patient dataCaseAgeSexHistological diagnosisWHO gradeLocation of the lesionA43FAnaplastic oligoastrocytoma3rt frontal lobeB39FAstrocytoma2lt insulaC44FAnaplastic astrocytoma3rt insula-frontal lobeD30FAstrocytoma2lt frontalE52FGlioblastoma4rt parietal lobe*F* female, *rt* right, *lt* left

Three-dimensional MR images were obtained using the following parameters: TR 1,000 ms; TE 140 ms; NEX 1; matrix 256 × 256; and scan order, axial IS. The patients had to be moved into the MR scanner during scanning, and moved out for the treatment. During surgery, the normal number of scans is fewer than three or four. Therefore, most of the tumour should be removed before the second or third scan.

Figure [1](#Fig1){ref-type="fig"} depicts the overall process incorporating the proposed method. Fig. 1*A* represents a conventional process; *B* represents the proposed process incorporated

Intra-operative segmentation of brain tumours {#Sec3}
---------------------------------------------

Intra-operative segmentation and 3D visualization of brain tumours assist surgeons in intuitively identifying the tumour position and margins. They also facilitate the quantitative measurement of the tumour size and volume during surgery. We used the fuzzy connectedness (FC) method to perform intra-operative segmentation of brain tumours. The FC method was first proposed for application in medical image segmentation, followed by reports on tumour segmentation using MRI \[[@CR11]--[@CR12]\]. Starting from a selected seed point in the tissue of interest (i.e. tumour), the method calculates the affinity of the neighbouring voxels based on two voxel criteria: their spatial closeness and the similarity of their image intensity. The algorithm automatically computes a fuzzy scene (a map of fuzzy connectivity) from the grey-scale images.

The FC method employed in this study requires two parameters: a seed point and a threshold for the fuzzy scene. The operator sets the seed point in the region of the tumour by clicking on one pixel displayed on the monitor. The operator also limits the region of analysis by enclosing the entire tumour in a rectangle and inputting the numbers of the first and last slices. This procedure reduces the processing time. A threshold is then set in the precomputed fuzzy scene. The robustness of the FC method can overcome the noise problems that are inherent to MR images. Since the ROI can be determined using a graphical user interface (GUI), the required processing time is less than 10 s with a standard Linux PC (CPU: Pentium 4, 2.53 GHz; RAM: 1024 MB); this speed is acceptable for intra-operative use.

To evaluate the performance of the FC segmentation, manual segmentation was performed by an expert neurosurgeon, and manual segmentation results were assumed to the standard. The neurosurgeon outlined the tumour boundaries on the images, and these were used for the comparison with the automatic segmentation. From the manual and automatic segmentation results, we calculated the percent match (PM) and dice similarity coefficient (DSC), both of which are equal to 1.0 when the results are perfectly matched \[[@CR13]\].

Calculation and display of tumour remnants {#Sec4}
------------------------------------------

The trace log can be obtained from the optical sensor Polaris (NDI, ON, Canada) that recognizes the position of the surgical device, to which optical markers are attached. Surgical procedures for brain tumour resection usually involve coagulation followed by cutting; therefore, the area that is coagulated using electrocautery can be regarded as the removed area. The trace recording in our system was updated at 1.5 Hz. The current method is applicable only when electrocautery is used for the resection process. For cases that do not require electrocautery, optical markers need to be attached to the different forceps that surgeons use, to collect the necessary trace data.

To estimate the removed area from the limited record of the trace log accurately, several additional processes were attempted as follows:

### Setting of coagulation efficiency {#d30e441}

Since the trace of the log data consisted of a number of points with coordinates corresponding to the electrocautery position, the coagulated volume can be calculated from these points. The effects of coagulation on the tissues differs depending on the type and specifications of electrocautery. A parameter was designed for the setting of coagulation efficiency, and an appropriate value is chosen for each case.

### Exclusion of invalid trace log {#d30e446}

Irrelevant data from the trace of log points should be eliminated. The trace log that is obtained while the surgeon rapidly moves the electrocautery device from one point to another should be excluded because the coagulation that occurs during this motion is insufficient or absent. This process involves checking the movement speed of the electrocautery device. This speed can be straightforwardly measured from the recorded positions in the trace log data. Finally, we select points that are located within the tumour and eliminate points that lie outside the tumour.

### Inclusion of surrounded area {#d30e451}

To calculate the removed volume from the valid trace log, we constructed a volume by connecting each voxel that is regarded as being coagulated. However, this process yields an incomplete volume that does not include the interior of the tumour because surgeons tend to remove the brain tumour by accessing the tumour boundary without complete coagulation of the interior of the tumour, i.e., the interior of the tumour is actually removed without any trace log being recorded. Therefore, we added another process to include the interior of the tumour in the removed area. First, the centroid of the tumour is calculated from the segmentation results as described previously; then, each voxel adjacent to the line that connects the centroid to each valid log point is regarded as coagulated. By this process, we included the interior of the tumour where no trace log was recorded (Fig. [2](#Fig2){ref-type="fig"}). Fig. 2The interior of the tumour where no trace log was recorded is included in the removed area. The *red points* represent the valid log points, the *pink points* represent the coagulation area, and the *green area* represents the removed area that was calculated from the trace log

Once the removed area is calculated, the residual tumour tissues are simply estimated by subtracting the removed area from the tumour segmentation results.

Finally, the removed and residual tumour areas are displayed in 3D and made available to the surgeons (Fig. [3](#Fig3){ref-type="fig"}). The open-source navigation software 3D Slicer (Brigham & Women's Hospital, Boston, USA) was employed to verify the clinical feasibility of the proposed method. Fig. 3Three-dimensional display of tumour resection. **a** The tumour in the early stage of the operation. The *blue area* represents the residual tumour tissue, and the *pink area* represents the coagulated and removed tissue. **b** The tumour in the late stage of the operation. Note that the residual tumour area is reduced in (**b**)

To validate the process of estimation and display of tumour remnants, we performed four retrospective studies and one clinical application.

Guidance for proper access to residual tumour tissues {#Sec5}
-----------------------------------------------------

By segmenting the tumour and estimating the remnant tumour area, surgeons can intuitively decide whether additional treatment is necessary, as shown in Fig. [3](#Fig3){ref-type="fig"}. However, when surgeons follow the navigation display, they cannot directly observe the tumour in the patient, and vice versa. This problem could disrupt the surgeons' concentration during surgery.

We developed a system that produces an alarm when the electrocautery device is located within the tumour. Thus, the surgeons could continue operating without shifting their focus from the patient. They can easily know whether they are working within or outside the tumour based on the alarm.

Since the resection time was short in the total surgical time, the surgeons set the system such that it sounded an alarm when the electrocautery device was inside the tumour rather than outside it.

Results {#Sec6}
=======

From the segmentation results, the average PM and DSC were 0.82 and 0.83, respectively. Tumour volume was also automatically calculated based on these results. The surgeon could track the size of the brain tumour and estimate the extra operation time on the basis of the tumour size. Figure [4](#Fig4){ref-type="fig"} shows one of the segmentation results. Fig. 4Intra-operative brain tumour segmentation. **a** Initial setting for ROI. **b** Segmentation result; the *red area* represents the automatically segmented tumour, and the *line* represents the tumour boundary that was manually outlined by the surgeon

Figure [5](#Fig5){ref-type="fig"} shows the effects of two additional processes that were proposed in this study for the accurate estimation of tumour remnants. The result presented in Fig. [5](#Fig5){ref-type="fig"} was obtained from the data of clinical case E in which the trace log was collected carefully. Although the excluded invalid log data appeared to underestimate the removed area, it was considered to reflect the actually removed area but not the area that was merely in contact with the electrocautery device. For data from five patients, assuming that the resection rate by no additional process was 1.0, the resection rate by two additional processes was 1.16 ± 0.18. These processes were found to improve the accuracy of the estimation by the surgeons. Fig. 5Changes in tumour volume before the second scan. The excluding invalid trace log and the including the surrounded area by the valid trace log were applied for a more accurate estimation of the residual tumour tissues

Figure [6](#Fig6){ref-type="fig"} presents the changes in the rate at which the tumour tissue remained between the first and second scans during surgery. We observed the residual tumour tissues assumed to exist when the surgeons ended a resection following the first scan. Fig. 6Changes in the tumour tissue remaining during surgery in the five patients. After the surgeons conducted a resection following the first scan, the residual tumour tissue was estimated and displayed by analysing the trace log of electrocautery

The sound alert system was also applied in over 20 clinical cases; in a qualitative evaluation, surgeons concluded that the system was very useful during the removal of tumours.

Discussion {#Sec7}
==========

This study showed that brain tumour segmentation and the intra-operative display of residual tumour tissues could assist the surgeon in accomplishing accurate tumour resection. In addition, the sound alert system proved to be useful in clinical application. We also proposed a useful process to estimate the tumour remnants accurately by excluding the invalid points in the trace log and including the surrounded area by the valid points. Although the final estimation still indicated considerable tumour remnant, for example over 25% in the case of E, this result can provide information on the direction in which surgeons should approach after subsequent scans.

However, we observed that the segmentation module did not produce accurate results when the tumour margins were obscured by the presence of edemas, ventricles, etc. If these errors are unacceptable to the surgeons, before estimating the tumour remnants, the errors can be partly edited using a manual procedure. To improve the accuracy of this method, future studies will be required to include knowledge-based parameters in the FC calculation.

As an offshoot of tumour segmentation, if the segmentation results are successfully obtained, the segmented region in the T2-weighted image could be overlaid on that in the T1-weighted image. In T2-weighted images, brain tumours show high intensities while other tissues are unclear; however, this is the opposite in the case of T1-weighted images. Therefore, overlaying the segmentation result in one image onto that of the other image can be advantageous.

Brain shift during surgery is another problem with regard to image-guided therapy \[[@CR14]--[@CR16]\]. Intra-operative MR scanning, however, provides the latest information following brain shift, which surgeons can observe at any time if required. Further, ultrasound could be an alternative modality for cases that require real-time observation of brain shift.

Figure [6](#Fig6){ref-type="fig"} shows that, in several cases, surgeons could not remove approximately 50% of the tumour tissue before the second scan. This might represent an erroneous estimation even though following coagulations were assumed to be done with additional MR scanning. This is because the number of logs obtained from the optical sensor was too few for the system to estimate the removed and residual tumour tissues. Discontinuities in the trace log were due to the occurrence of obstacles in the visual path of the optical sensor, which is termed a line-of-sight problem. For an accurate estimation, we must obtain a sufficient number of trace logs.

Table [2](#Tab2){ref-type="table"} presents the coverage rate, which was calculated by dividing the tumour volume by the number of points from the trace log data as defined by, $$\documentclass[12pt]{minimal}
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$$ {\text{Coverage}}\; = \;\frac{{{\text{tumour volume}}}} {{{\text{number of trace points}}}} $$\end{document}$$Table 2Coverage of trace logs in the five patientsABCDETumour (ml)38.8833.5736.0011.7436.29No. of points310942716844745615819Coverage79.97127.22184.99634.93435.91Data were collected from four retrospective studies (A--D) and one clinical application (E)

The data used for the retrospective studies had a small number of recorded points because the trace log data were not carefully collected before the proposed system was introduced. Therefore, the tumour remnant estimation was incomplete. In the clinical case, however, the data were carefully collected, and this case showed better estimation results.

To estimate the residual tumour tissues accurately, we considered a coverage of over 400 as necessary, based on the experiments. If the coverage is less than 400, the additional collection of trace data would be required. Therefore, during the surgery, sufficient trace log data should be carefully collected taking into consideration the visual path of the optical sensor. To overcome the line-of-sight problem, a magnetic position sensor can be used as an alternative tool, provided no magnetic disturbance occurs in the MRI room.

In this study, the percentages of tumor resection were defined by tumor identification based on MR images. Even if 100% resection is accomplished, glioma cells infiltrated within normal brain could still exist. However, 98% or more resection has been reported with significant survival advantage \[[@CR17]\].

Conclusion {#Sec8}
==========

This study proposed a method for the intra-operative 3D display of the status of brain tumour resection to achieve accurate tumour removal. The intra-operative segmentation process reveals information on the tumour position and volume. Based on the tumour segmentation results, the removed and residual tumour areas are estimated using the trace log data of electrocautery. Therefore, surgeons can accurately approach the residual tumour tissues before or without additional MR scanning.

The production of an alarm when the tumour area is accessed was also useful. The results of four retrospective and a clinical pilot studies indicated the clinical feasibility of this method.

The segmentation module was mainly developed by Mr. Takashi Inomata who graduated from the Graduate School of Information Science and Technology, University of Tokyo in 2005. We greatly appreciate his contribution.
